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• Motorized Recliner • Electric Recliner • Homecare Bed

• Home ICU Bed • Recliner bed for Stroke Patient

• Adjustable Bed for Stroke Patient • Bed for Paralyzed Patient 

• Motorized Backrest • Electric Backrest • Patient Bed for Homecare

• Orthopedic Motorized Recliner Backrest • Motorized Recliner Bed
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Optional Accessory
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List of Components :

1. Motorized Recliner Metal Frame ��ed with Actuator Motor for Reclining - It is made 

of Mild Steel, Pre Treated and Epoxy Powder coated.

2. Ma�ress made of High Density PU Foam and covered with Water Proof and washable 

High quality rexine.

3. Corded Remote for Reclining and Declining.

4. AC Power Cord.

Installation: 

1.  Remove the existing ma�ress from the bed on which you want to setup the Electric 

Recliner.

2. Set up the Recliner Metal Frame towards the head of the bed while keeping the 

connected side of frame towards legs.

3.  According to the user's preference, take out the Wired remote and AC power cord 

towards le� or right of the frame from in between the two parts of frame.

4.  Put the ma�ress provided along with the thinner part over metal frame and rest 

downwards to the legs.

5.  Plug the AC power cord into any Normal Plug, Switch on and You can use Remote to 

set up Backrest in any reclining position as per user's comfort.

A�ention :

1. Weight capacity of the backrest is up to 140 Kgs.

2. �e product is recommended to be used with provided ma�ress only as other 

ma�resses will not lay �at over it.
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Troubleshooting: 

If the problem can not be solved according to the above guide, contact our 
customer service team for quick resolution. 

No features or function of the 
Electric Orthopaedic 
Backrest activates.

�e head is raised normally 
but it is not returning to �at 
position.

I.  �e smooth operation of the recliner may be obstructed, 
clearing these obstacles may solve the problem.

2.  Check  whether head section is too close to the wall.

I.  Make sure power cord is connected properly.
2. Check whether the power cord is plugged into a working 

power outlet. Unplug the power cord from the socket 
and plug back again in 30 seconds. Press any bu�on of 
remote control to check if it works.

I .  Lubricate all nut bolts. 
2. Do not over tighten the bolts.

�e recliner squeaks during 
operation

I. Clean up any  obstacles under or around the recliner. 
2. Make sure the remote is connected properly.
3.  Press the raise bu�on �rmly.

 I. You can use Comforter over the bed.

 I. You can use a Dari/Rug over the ma�ress to make it �rmer.

�e Ma�ress feels too hard

�e Ma�ress feels too so�

�ere is setback during the 
adjustment

SolutionProblem
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